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1160 CENTRE DRIVE 5
INDUSTRY, CALIFORNIA 91789 /%\Vv
(714) 5057473 — (818) 985-7122
A _REPORT FOR:
DATE: January 28, 1988
UTILITY TRAILER RECEIVED: 01/19/88
17300 E. Chestnut CUSTOMER P. O: C000330
Industry, CA. 91789 LOG NUMBER: LW-5209 c,u‘;-&(l_.
s==ss s 3 EERERRRE
TYPE MATERIAL TESTED: (1) Grab sample, provided by customer. - Somity ﬂnﬁ
REASON FOR TEST; Determine concentration of constituents listed below
for customer’s information.
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RESUIL.TS
METHYLENE CHLORIDE ND <10 ppb 1,1,2<-TRICHLOROETHANE ND- <10 ppb
CHLOROCFORM (trace)<10 ppbd 141,2,2~-TETRACHLOROE THANE ND <10 ppb
CHLOROE THANE ND <10 ppb 2,CHLORODETHYL VINYL ETHER ND <S0 ppb
CARBON TETRACHLORIDE ND <10 ppb t»1,2-DICHLOROETHENE ND <50 ppb
BROMOFORM (trace)<10 ppb 1,2-DICHLOROPROPANE ND <30 ppb
1,2=DICHLOROE THANE ND <10 ppb 13 3~DICHLOROPROPENE cit ND <10 ppb
TRICHLOROETHYLENE ND <10 ppb CHLOROD 1 BROMOME THANE (trace) <10 ppb
1,1,1~TRICHLOROETHANE ND <10 ppb BROMOD I CHLOROME THANE (trace) <10 ppb
14 1-DICHLOROE THANE ND <10 ppb TRICHLOROFLUOROMETHANE (trace) <10 ppb
1,1-DICHLORCE THYLENE ND <10 " ppb TETRACHLORDETHYLENE (trace) <10 ppb
CHLOROBENZENE ND <20 ppb 1 +3-DICHLOROBENZENE ND <10 ppb
1,2-DICHLOROBENZENE ND <10 ppb l,th!CH.CRDENZEIE ND <10 ppb

TEST METHODS: Halogenated Volatile Organics --- EPA 8010, Method 3020, ECD Detector.

Respectfully Subaitted,
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Chea cal CBmultants -
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A T_PREPA FOR:
UTILITY TRAILER
17300 E. Chestnut
Industry, CA 91789

HEMICAL
ONSULTANTS

1160 CENTRE DRIVE
INDUSTRY, CALIFORNIA 81709

(114) 5057473 — (819) 968.7122

RECEIVED:
CUSTOMER P.0.:
~ LO8 NUMBER:

LIGHT Yelay

January 29, 1988
01/27/88

€000577

IW-5283

TYPE MATERIAL TESTED:
REASON FOR TEST:

TEST METHOD:

Respectfully submitted,

[}

' ( “eamical Consultants

Halogenated Volatile Organics

(1) Grab sample taken ffou north end of drain on 172%5/68

9 4320 p.m. provided by customer,

Sendbye Ml

Determine concentration of constituents listed below,

for customer’s information.

RESULTS
‘METHYLENE CHLORIDE ND <10 ppb
CHLOROFORM ? ppb
CHLOROETHANE D <10 ppb
CARBON TETRACHLORIDE ND < S ppb
BROMOFORM ND < S ppb
1,2-DICHLORDETHANE ND <10 ppb
TRICHLOROETHYLENE ND < S ppb
151 1-TRICHLOROE THANE ? ppb
1, 1-DICHLOROETHANE ND <10 ppb
1+ 1~-DICHLOROETHYLENE ND <10 ppb
1,1,2~TRICHLORDETHANE ND <10 ppb
1,1,2,2-TETRACHLOROETHANE ND < S ppb
2,CHLOROETHYL VINYL ETHER ND <%0 ppb
T-1,2-DICHLOROE THENE ND <50 ppb
1 y2=~DICHLOROPROPANE ND <30 ppb
1,3-DICHLOROPROPENE cat ND < 3 ppb
CHLORODIBROMOMETHANE  (trace) ¢ % ppb
BROMODICHLOROMETHANE  (trace) ¢ S ppb
TRICHLOROFLUOROMETHANE (trace) <3 ppb
TETRACHLOROE THYLENE ND < 5 ppb
CHLOROBENZENE ND <20 ppb
1,2-DICHLOROBENZENE ND <10 ppb
1, 3-DICHLOROBENZENE ND <10 ppb
1+ 4=DICHLOROBENZENE ND <10 ppb

EPA 8010, Method 5020, ECD Detector.
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